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GLOSSARY AND NOMENCLATURE 

Propagation of a compression s t r e s s wave In a subs tance . 

For a band-l imited noise spectrum (as obtained for the 
Doppler signal on laminar f1ow), the cutoff frequency i s 
defined as the frequency a t which the spectrum level i s 
3 dB ( i . e . , i t has half the energy) below the peak 
l e v e l . For white noise the cutoff i s twice the spectrum 
c e n t r o i d . 

The d i f fe rence of frequency between t ransmi t ted waves 
and the wave scat tered by a moving p a r t i c l e . 

A non l inea r device that generates a signal combining the 
p r o p e r t i e s of two ijiputs. I t can be represented by a 
m u l t i p l i c a t i o n I 
2cos2Ttf^t X cos2Trf tl = cos2Tt[f,.+f I t + cos2iiff^-f ) t . t r ; ^ t r'̂  ^ t r'̂  

Change from shear tp compression waves (or the r eve r se ) 
a t an i n t e r f a c e between two subs tances . 

Two frequencies f̂ , \f^ are one octave apar t when f̂  = 
2f^ or fv 2f , . 

The r e l a t i o n of the shear s t r e s s to v e l o c i t y g rad ien t in 
a f l u i d . ( I f the re la t ion i s l i n e a r the f lu id i s c a l l e d 
a Newtonian f l u i d . ) 

Propagation of a shear s t r e s s in a s o l i d . In an 
i s o t r o p i c so l id thid wave propagates a t r i g h t angles to 
the s t r e s s . I , 

A f l u i d containing splld p a r t i c l e s in suspension. 

The d i s t r i b u t i o n in frequency of the magnitude of the 
component waves. 

A simple harmonic acoust ic wave ( i t s spectrum i s a 
s ing l e l i n e ) . 

A random dis turbance with a uniform spectrum. 

The number of times in one second in which a s i g n a l 
changes s ign . 

<̂ f 

f 

fr 

f j 
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Velocity of acoustic (sound) wave 

Velocity of acoustic (sound) wave in the fluid 

Velocity of acoustic (sound) wave in the pipe wall 

Velocity of acoustic (sound) wave in the coupling wedge 

Frequency 

Frequency of the transmitted wave 

Frequency of the received wave 

Frequency of the Doppler shift fj = |fj - f^| 

Cutoff frequency of band limited spectrum 

Pulse repetition output of Doppler meter 
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Sectional area of pipe 

Flow velocity 

Maximum u (on centerline of pipe for symmetrical flow) 
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THE ANL DOPPLER FLOWMETER 

by 

H. B. Karplus, A. C. Raptis, 
S. Lee, and T. Simpson 

ABSTRACT 

A flowmeter has been developed for measuring flow velocity In 
hot slurries. The flowmeter works on an ultrasonic Doppler prin
ciple in which ultrasound is injected into the flowing fluid 
through the solid pipe wall. Isolating waveguides separate the 
hot pipe from conventional ultrasonic transducers. Special clamp-
on high-temperature transducers also can be adapted to work well 
in this application. Typical flows in pilot plants were found to 
be laminar, giving rise to broad-band Doppler spectra. A special 
circuit based on a servomechanism sensor was devised to determine 
the frequency average of such a broad spectrum. The device was 
tested at different pilot plants. Slurries with particulates 
greater than 70 Wm (0.003 in.) yielded good signals, but slurries 
with extremely fine particulates were unpredictable. Small 
bubbles can replace the coarse particles to provide a good signal 
if there are not too many. Successful operation with very fine 
particulate slurries may have been enhanced by the presence of 
mlcrobubbles. 

SUMMARY 

The ultrasonic Doppler flowmeter measures the transport velocity of 

solid/liquid or llquld/gas-bubble slurries. High-temperature slurries can be 

measured using special standoff waveguides or specially designed high-

temperature transducers. 

Data Indicate that for reliable flowmeter operation, particulates must be 

larger than ~50 ± 20 ym (if there are no bubbles). Small quantities of 

bubbles (estimated at <0.1% by volume) will enhance the Doppler signal, but 

large quantities (>10%) will prevent adequate penetration of the sound beam, 

ultimately making the meter respond to the flow near the wall only and giving 

misleading results. 

Under field conditions, good operation was obtained when the necessary 

conditions were met, but when these conditions were not met, operation was 

unpredictable. Further study is required for a more precise definition of 

operating-condition limits in terms of pipe size, particle size, distribution, 

bubble content, bubble size, and liquid viscosity. 



At low flow velocities, settling has been observed in horizontal lines 

for certain concentrations (35-50% by mass). When this occurs, low-velocity 

high-density flow is paralleled by a lower-concentration faster flow above 

it. If low-flow conditions are likely, flow measurement must be confined to 

vertical runs until ambiguities can be resolved by extensive research on flow 

separation or by flow separation measurement. 

If the rheologlcal properties of the fluid are not known, then the flow 

profile assumed for Newtonian fluids is invalid and an unknown correction 

factor introduces a significant calibration error. Two suggestions for 

dealing with this problem are outlined in Section 6—(1) multiple local 

velocity measurement to determine the profile empirically; and (2) forcing a 

limited flat profile at a constriction. 

1. INTRODUCTION 

Measurement of slurry flow is important in the control of coal-conversion 

plants. Conventional orifice-differential pressure instruments are limited in 

terms of operability, maintainability, accuracy, and reliability. Several 

alternative systems are under development concurrently at ANL.'^~' This report 

concerns the design and performance of the ultrasonic Doppler flowmeter, which 

is in a more advanced stage" >' of development than other systems being 

investigated. 

A description of the ANL Doppler flowmeter and a discussion of its design 

considerations are presented in Sec. 2. Section 3 is a discussion of the 

Doppler effect as it applies to development of the ANL flowmeter. Calibration 

and performance of the flowmeter are described in Sees. 4 and 5, respectively. 

The development needed to Improve the flowmeter is discussed in Sec. 6, fol

lowed by a general discussion and conclusions in Sec. 7. 

DESCRIPTION OF THE ANL DOPPLER FLOWMETER 

2.1 PHYSICAL DESCRIPTION 

The ANL Doppler flowmeter uses an ultrasonic signal, with an externally 

mounted transducer, injected obliquely into a slurry-filled pipe. Only the 

sound energy penetrates the pipe wall. A second transducer detects sound 

energy scattered by the particles (or bubbles) in the slurry. The scattered 

signal differs from the original signal in frequency by the Doppler shift: 



2 f cos 6 

depending on the transmitted carrier frequency, f^, of the Injected signal, 

flow velocity u, sound velocity c, and the angle 6 between the direction of 

the flow and the sound beam. The Instrument output depends on the Doppler 

shift fj. 

Commercial Doppler ultrasonic flowmeters are marketed, but their perform

ance has not been satisfactory in the typical environments of coal conversion 

plants. The system consists of the pipe conveying the slurry, transducers 

mounted on the pipe, and an electronics box in a convenient location—usually 

a control room—within ~500 ft of the flow sensors. The ANL Doppler flowmeter 

is shown in Fig. 1, and the basic operating principle in Fig. 2. 

A quartz-crystal-controlled oscillator generates a signal that is 

amplified and converted to ultrasonic waves by the transmitting 

transducer mounted on the pipe in which the flow is measured. 

A second transducer picks up the ultrasonic energy scattered by the 

slurry particles and converts this to an electric signal. 

The electric signal is amplified by an amplifier (a few inches from 

the transducer) capable of driving a coaxial shielded 95-ohm cable. 

The electronic circuit mixes this received*signal with a portion of 

the transmitted signal in a double balanced mixer to produce a 

frequency difference signal, which Is then analyzed further as to 

its frequency content to yield the desired flow information. The 

mixer effectively multiplies the transmitted and received signals: 

2 X cos 2iif X cos 2irf̂  t = cos 2Tr(f^+f^) t + cos 2ir(f^-fj.)t. 

The sum signal cos 2 Tr(f + f )t is then filtered off. 

2.2 DESIGN CONSIDERATIONS 

ANL Doppler flowmeter development has addressed three specific problems 

encountered in the field: 

The high temperature of the fluid. 

The high viscosity of the fluid and consequent laminar or quasi-

laminar flow conditions, and 

Specific low-frequency noise problems. 



Fig . 1. ANL Doppler Flowmeter Showing a 4 - l n . Spoolpiece Before I n s t a l l a t i o n on H-
Coal Hydroclone I n l e t . There are two s tand-off wave guides as wel l as two 
clamped-on high temperature t r a n s d u c e r s . The four-channel e l e c t r o n i c 
system with readout and t e s t module can be seen behind the spoo lp i ece . 
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Fig. 2. Schematic of Transducer Instal la t ion and Signal-processing System. 



Diverse thermally isolating acoustic waveguides were considered as a way 

of accommodating standard transducers for high-temperature flow systems 

(Fig. 3). The type of waveguide that has been built and tested (Fig. 4) 

consists of a rectangular bar with a reflector near the base, connected at the 

remote end to a standard mode-conversion wedge and transducer. The waveguides 

were brazed to the pipes. 

The alternative approach of using a high-temperature transducer/wedge 

combination also was used (Figs. 5 and 6).^°'^^ The high-temperature trans

ducers use lithium niobate as the piezoelectric material because it is capable 

of operation at temperatures >650°C (1200°F). Pipe/wedge interface coupling 

at high temperature was effected with optically flat surfaces [within ~1 wm 

(40 V in.)] and gold foil to overcome residual roughness below the threshold 

of optical detectabillty. The initial design of the Doppler analyzer was 

similar to some commercial instruments; the broadband Doppler signal is 

treated as though its spectrum consisted of a single frequency, and a counter 

simply accumulates the number of times per second in which the amplitude 

switches from a negative to a positive value (zero crossing counter). 

The Doppler signal observed in slurry flow is not a pure tone, but con

sists of a spectrum of frequencies. For turbulent flow, the spectrum has a 

well-defined narrow maximum, with half the total energy contained in the 

region extending from 20% below the peak frequency to 20% above this 

frequency. In laminar flow, the spectrum is uniform (flat), with a well-

defined high-frequency cutoff. 

In practical situtations observed in ^he field, additional complexities 

were observed, often at the low-frequency end of the spectrum. The unexpected 

situations were attributed to flow separation, or a high-volume bubble flow or 

flow pulsations. Moderate levels of such artifacts could be eliminated with 

suitable filters. More details are given in Sec. 3. 

These field observations led to the development of a more elaborate 

servomechanism filtered-signal follower to determine the "effective" Doppler 

frequency. The general principle of this design is discussed in Sec. 3.4, 

with details relegated to Appendix A. 

Particular attention also is given to the special problem of operating 

multiple flowmeter units in the same plant (see Sec. 3.4.2). Individual 

electronic units were used for each pair of transducers; the concurrent use of 

several units in the same plant produced interference, due to beats between 

the carrier frequencies of individual, units. Synchronization of the oscil

lators was the most convenient way to eliminate the problem. 



TRANSDUCER 

WEDGE 

DILATATIONAL SOUND WAVE 
i i i i i i i i i SHEAR WAVE 

Fig . 3 . Three Forms of Thermally I s o l a t i n g Waveguides Considered. 



Fig. 4. Details of Waveguide Selected. Shown are the Luclte wedge and 
commercial transducer, and receiving preamplifier. Part of a high-
temperature transducer is shown in the upper right comer. 



Fig. 5. High-temperature Transducer Clamped to 4-in. Pipe. 



Fig . 6. Closeup of High-temperature Transducers . 
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The output of the ANL Doppler is given in two forms. A stream of pulses 

of 5V amplitude and 10 Vis duration is generated such that the pulse repetition 

rate is proportional to the flow velocity being measured. Alternatively, 0-

lOV output is available, with a continuously adjustable relation of the output 

voltage to the flowrate. This permits setting any desired full-scale flow on 

a strip chart recorder. The flow velocity to pulse rate output was determined 

using flow in a 2-in. pipe feeding a weigh tank. The pulse rate output to 

voltage output is readily determined with a steady-state electronically 

generated pulse rate. 

2.3 FLOWMETER SPECIFICATIONS 

The ANL Doppler flowmeter consists of a flow channel and an electronic 

conversion unit yielding an output voltage proportional to flow velocity. In 

the version installed at the H-Coal Pilot Plant in Catlettsburg, KY, four 

flowmeters were installed in a single 19 in. rack of the NIM (nuclear instru

ment module) type together with a calibration and readout unit. 

Each Doppler flowmeter electronic unit consists of a signal generator 

with a power amplifier, a mixer receiver, and a signal Interpreter. The 

output is in the form of a pulse repetition rate or a voltage proportional to 

flow. 

Specific parameters of the flowmeter are discussed below. 

Power 

115 V, 60 Hz, 100 W. « 

Operating Frequency 

The operating frequency of unit serial number 101 is plug-selectable by a 

quartz crystal (currently, 1 MHz). 

For Units S/N 102 and 103, Input frequency is from the adjacent unit. 

Unit S/N 104 contains a frequency divider which, when driven by 1 MHz, 

puts out 0.5 MHz (see Table 1 for operation options). The coupling or 

dividing circuit in units 102, 103 and 104 can be replaced with a quartz 

crystal to make them master units like unit 101. 

Receiver 

The remote preamplifier operates on 5 V dc carried with the signal In the 

RG62/U cable. Preamplifier gain is ~300. 
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Table 1. Operating Frequency Selection by Unit Placement 

Unit placement 1 301* 102 103 104^ 
Operating frequency, kHz 1000 1000 1000 500 

Unit placement 2 101* 102 104^ 103 
Operating frequency, kHz 1000 1000 500 500 

Unit placement 3 101* 104^ 102 103 
Operating frequency, kHz 1000 500 500 ^00 

Master u n i t . 
^F i t t ed with a d iv lde-by-2 u n i t . 

Signal Condit ioner 

The mixer puts out a Doppler (d i f fe rence) s i g n a l . There i s a high-pass 

f i l t e r ; the low-frequency cutoff i s ad jus tab le from 5 to 50 Hz, automatic gain 

cont ro l s igna l s a re au tomat ica l ly adjusted to 1.3 V rms i n t o the analyzer 

c i r c u i t . 

Output 

Pulse repetition rate: Output pulses of 5 V (up to 2 ma) and 2 ys 

duration. The repetition rate is proportional to the "average" Doppler 

frequency. The proportionality constant is given on a separate calibration 

chart for each unit. Nominally, it is 100 times the "average" Doppler fre

quency. Output range is up to 200,000 Hz. This output is convenient for 

automatic digital data acquisition systems. 

Voltage 

The output vo l t age i s p ropor t iona l to the pulse r e p e t i t i o n r a t e 
(descr ibed above). The cons tant i s cont inuously ad jus tab le with a ten- turn 
screwdriver ad jus tab le potent iometer and four range s e l e c t o r swi tches . Output 
vo l t age i s 10 V f u l l s c a l e ; I t can be adjusted to correspond to any output 
r e p e t i t i o n r a t e between ~10,000 and 200,000 Hz. This output i s useful for 
d i r e c t recording on s t r i p c h a r t s . 

Time Constant 

Two output vo l t ages a re provided—a " fas t " output with a 6-s i n t e g r a t i o n 

time and a "slow" output with a 60-s i n t e g r a t i o n t ime. The slow output a lso 

has a 10 V Zener diode overvol tage l i m l t e r . The fas t output can reach 

+14.5 V. 
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Tranducers 

Standoff waveguides with 22.5° reflectors at the base and mode conversion 

lucite wedge at the remote end are coupled to a commercial NDT rectangular 

transducer with a 13 x 25 mm (1/2 in. x 1 in.) piezoelectric element. The 

combination radiates (and receives) sonic shear waves into the pipe at an 

angle of 45° with the pipe axis. These shear waves are subsequently trans

mitted through mode conversion at the Inside pipe wall as longitudinal waves 

in the slurry. Standard 0.5-MHz or 1-MHz transducers are suitable, depending 

on the application, and should match the frequency of the power source trans

ducer to which they are connected (see Sec. 3). 

Readout Monitor 

The output of each flowmeter can be read on the frequency meter and 

voltmeter provided on an additional (double-width) module in the same 19-in. 

rack NIM crate. A switch with numbers 1-4 permits reading the output of each 

unit counting from the left. Output repetition rate is read on the frequency 

meter (upper meter) and output voltage is read on the (lower) voltmeter. 

Calibrate Signal 

A white noise signal with precisely defined high-frequency cutoff (better 

than 80 dB/octave) can be injected into the analysis circuit instead of the 

Doppler signal under test. To determine the filter cutoff frequency, the 

frequency meter selector switch is set to "filter." The frequency read on the 

meter is now 100 times the cutoff frequency of the test filter. 

To calibrate a unit with the test signal, the DIP switch behind the front 

panel access cover is used. Switch 8 on (up), 7 off (down) is for measurement 

and 8 off, 7 on for calibration with the electrical noise test signal. Units 

101, 105, and 111 were revised to use a PC board switch Instead of switches 7 

and 8. This reduces noise but requires unplugging the unit and removing one 

cover to operate the switch. 

Slurries 

Operation requires scatterers in the fluid. Particulates >50 

(± 20) lim are satisfactory even up to 50% concentration. Somewhat smaller 

particles can be used at modest concentrations. Mlcrobubbles are equally 

useful scatterers, but should not exceed a fractional percent by volume, 

depending on bubble size; otherwise there is excessive attenuation. 
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3. THE DOPPLER SIGNAL 

The ease of demonstrating the Doppler effect permits its inclusion at 

this point. 

Sound waves propagating with sonic velocity c through a fluid are scat

tered by particles in the fluid moving with a velocity u and direction 9^ 

toward the sound transmitter scattering sound into the receiver in direction 

62. Consider two successive peaks of the sound wave. The peaks are separated 

by the time of one period t (equal to the reciprocal of the frequency f: t = 

1/f). During the time interval, t, the distance between the particle and the 

tranmitter has been reduced by an amount tu'cos 9^ and similarly the distance 

to the receiver is reduced by tu'cos ^2 ^° •̂'̂ '̂̂  '^^^ distance the second peak 

travels to the receiver is shorter by the distance tu cos 9 ̂  + tu cos Q2'' °^> 

in the special case 9^ = 92 = 9, the distance to be traveled is reduced by 

2 tu cos 9. The sound wave traveling with velocity c traverses this distance 

in time 2 tu cos 9/c. Consequently, the arrival of the successive peaks of 

the sound wave to the receiver is t - 2(t u/c) cos 9. The reciprocal of this 

time interval is the frequency of arrival of the sound wave. Neglecting the 

higher-order terms in the expansion of the reciprocal, the received frequency 

f = - n „ / , s B T * fjl + 2 (u/c) cos 9 ] . (2) 
r t[l - 2 (u/c) cos 9] t 

- f^ = 2 ft(u/c) cos 9. (3) 

3. 1 EXTERNAL TRANSDUCERS 

There is an additional observation of interest at this point with respect 

to the injection of sound waves through the wall of the pipe. The sound waves 

refract at the wall/liquid interface. According to Snell's Law, the cosine of 

the angle 9^ of the beam in the fluid will relate to the corresponding cosine 

of the angle in the pipe wall 9 in the ratio of the relative sound velocities 

In the fluid and the pipe: 

C£/cos9f = Cf/cos9 . (4) 

Consequently, it is not necessary to know the sound velocity of the fluid. If 

we know the sound velocity in the pipe wall and the angle of the beam in the 

wall, we are assured that the ratio cos9/c will be the same in the fluid and 

the wall. Thus, we can substitute the sound velocity Cp and sound direction 

angle 9 in the pipe wall in the basic equation (1), and rest assured that the 

calibration factor will not change with the velocity of sound in the fluid. 
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The same argument applies by further translation to mode conversion 

plastic wedges placed on the outside of a pipe. Again, sound velocity c„ in 

the wedges at angle with the pipe axis 9^ yields 

c„/cos9j, = Cp/cos9 = Cf/cos9f. (5) 

3.2 OBSERVED DOPPLER SIGNALS 

The formula given above for the relation between the Doppler signal and 

the flow velocity does not'imply that the Doppler signal is a pure tone. The 

particles do not all travel at the same speed and the sound beams have only 

limited collimation so that the angle is not exactly the same for all 

scattered sound waves accepted by the receiver. Consequently, the received 

signal consists of a range of frequencies that can be plotted as a spectrum. 

Observations of the flow of different fluids have shown that the spectrum 

of the Doppler signal varies with the conditions of the setup, depending on 

the velocity distribution of the particles and the interaction of the sound 

beam with the flow In the pipe. 

Let us first look at some observed spectra (Figs. 7-9). These spectra 

show the amplitude of each frequency component on a logarithmic scale as a 

function of the Doppler frequency fj, plotted on a linear scale horizon

tally. The vertical scale is in decibels: 20 logjQ V / V Q , where V/VQ is the 

re]atlve value of the amplItude of each frequency component referenced to an 

arbitrary level Vg, which is not of Interest in the examination of spectrum 

shape. Absolute levels are not of interest, as only the "average" frequency 

of the spectrum is required to determine flow. By choosing the logarithmic 

decibel scale, the shape of the spectrum is unaffected by changes of gain, 

transmitter power. Incidental conversion losses, etc., but will simply result 

in a parallel vertical displacement of the spectrum. The absolute base line 

or zero level of the ordinate is therefore arbitrary and only the spacing is 

Important. 

3.2.1 Preliminary Laboratory Flow Loop 

The first spectrum (Fig. 7) was obtained in a loop put together for 

initial tests using coal and water. The coal concentration was about 10% by 

mass and the viscosity was reasonably low (it was not thought Important at the 

time to measure it). The spectra obtained for three different flow rates are 

shown. Each spectrum is seen to exhibit a pronounced maximum with frequencies 

higher and lower having significantly lower amplitudes. About half the energy 

(3 dB points) is within about half an octave—that is, the highest to the 

lowest frequency of the central 50% energy region is in the ratio /T:l. 
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Fig . 7. Doppler-shl f t Signal Spectrum for Turbulent Flow at Various 
Flow V e l o c i t i e s . The numbers give the counts of an "e f f ec t ive 
frequency" meter . 
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Fig . 8. Acoustic Doppler Flowmeter Spectrum at 60 wt% Coal Concentrat ion 
and 1,2 m/s Slurry Ve loc i ty . 
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Fig . 9. Dopple r - sh l f t Signal Spectrum for Laminar Flow and Various 
Pump Speeds a t SRC-II. 
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3.2.2 Modified Loop 

Quite a different spectrum is seen in Fig. 8, obtained in a similar 

loop with more viscous slurries (viscosity 60 centlpolse). There is only a 

small increase In spectrum level from zero frequency to some maximum value and 

a rapid fall to zero thereafter. The difference between the spectra of 

Figs. 7 and the spectrum of Fig. 8 is attributed to the flow being turbulent 

in the first case and laminar in the second. 

In preparing the viscous slurry, one part by weight of coal was mixed 

with nine parts of a syrup consisting of four parts water and six parts 

sucrose. Viscosity was measured with a calibrated capillary to be 60 centl

polse; the fluid density was 1.29. This leads to Reynolds numbers of 220-2200 

in the flow range 20-200 cm/s (8-80 in./s) in this loop. Laminar flow was 

therefore assured. The effects of flow conditions on the velocity profile and 

the effect of the interaction at the sound beam with flow profile on the rela

tion between mean Doppler shift and volume flow are discussed in Sec. 3.3. 

3.2.3 Observations at SRC-II 

In the field, spectra attributed to laminar flow predominate. Fig. 9 

shows spectra taken on the coal feed line at SRC-II (the location of the 

sensor is shown in Fig. 10, designated as Ml). Occasionally, very strong low-

frequency signals were observed, as shown in the set of spectra in Fig. 9, 

especially for the 600 and 700 rpm condition. These strong low-frequency 

signals were attributed to excess gas overflowing from the snubber. From the 

plant operation point of view, the gas mixed with the fluid was quite 

negligible compared with the large quantities of hydrogen injected farther 

downstream. However, these additional bubble sound scatterers changed the 

character of the spectrum significantly. An adjustable high-pass filter was 

added to the design of the flowmeter to eliminate the detrimental effect of 

this low-frequency noise. 

3.2.4 Contamination With Gas 

It should also be noted that for very high gas flow rates, the Doppler 

spectrum was completely masked. This is shown using a different type of 

spectrum analyzer. Two spectra are shown in Fig. 11 with and without gas 

flow. In this case the raw spectrum (f^) as received by the receiving trans

ducer is shown directly. The main central spike is at the transmitted 

frequency f^, in this case 500 kHz. ' At a spectrum level 60 dB below the 

central maximum, a fairly flat spectrum Is seen to the left of the central 

maximum with a sharp cutoff at f^ - f̂ j = 499,700 Hz. 
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20 

4mV 

0.5 sec 0.5 sec 

(a) No Hydrogen (b) Hydrogen Flow 

Signal from Mixer Output. The post mixer amplifier had lOOX more gain 
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Fig. 11. Spectrum at Receiving Transducer. 
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for the lower- curve hydrogen flow 
was stopped. 
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The second spectrum, superimposed on the first, was taken with gas 

flow. The central maximum Is essentially the same intensity, but the side 

bands are about 30 dB more intense. However, in this case a monotonic 

decrease in intensity is observed, without the sharp break shown in the lower 

curve. This case of high gas flow (~10±5% by volume) produced a very large 

Doppler signal (30 dB higher, i.e., 1000 times the energy) than the slurry 

particles did; however, the shape of this spectrum could not be related in any 

simple way to flow rate. Spectra of the difference frequency, fj, analogous 

to Figs. 7-9 are shown in Fig. 12. 

3.2.5 Settling in a Horizontal Line 

Low-frequency disturbances on a flow loop, shown in Fig. 13, were 

attributed to a settling problem with a high-density fluid flowing in the 

bottom of the pipe and a lower-density fluid flowing in the upper region. The 

pipe in this case was horizontal and the transducers were in a vertical 

plane. The effect of changing the location of the transducers also is shown 

in Fig. 13. Much stronger low-frequency contributions were noted when the 

transducers were oriented in a vertical plane than when they were in a 

horizontal plane. At intermediate orientations, intermediate low-frequency 

contributions were observed. The low-frequency contribution in this case 

changed the flowmeter output from 2.92 m/s for horizontal transducers to 

2.63 m/s for transducers at 45° to 2.06 m/s for vertically mounted 

transducers. 

Corroborating evidence was obtained with^an acoustic cross-correlation 

transit time meter placed immediately adjacent to the Doppler meter. This 

meter measures the cross-correlation function of the fluctuations of acoustic 

signals of two pairs of sound beams 12.7 cm (5 in.) apart. Whereas normally 

the cross-correlation exhibits a single strong peak for the flow condition 

shown here, two distinct peaks are observed at 30.2 and 258.9 ms (Fig. 14); 

these correspond to velocities of 4.2 m/s and 0.49 m/s. The average velocity 

measured with the weigh tank calibration was 2.9 m/s. The coal concentration 

in the oil slurry for this particular observation was 43% by weight. Similar 

slightly less pronounced "settling" was observed at 49% concentration. At 

lower concentration (<35%) and at (higher) 60% concentration, this separation 

was not observed. 

3.2 .6 Observat ions a t SRC-I 

A low-frequency spectrum d i s tu rbance a lso was noted in the s p e c t r a 
observed in the feed l i n e a t SRC-I (F ig . 15) . When f i r s t i n s t a l l e d , the 
flowmeter was se t up with a h igh-pass f i l t e r s e t to 25 Hz; i t worked well as 
the flow was increased from 750 to 1000 I b / h r , but the output dropped when the 

. » fsc lEcffsaseil to 1500 I b / h r . Operation of the flowmeter was 
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Fig. 13 

Doppler Spectrum from a Horizontal 
Line on the SLFTF Loop at 40% Coal 
Concentration; Transducer Orienta
tion: (a) Vertical Plane; 
(b) Horizontal Plane. 

S — 

_ 1 ' 

— 

— 

1 . 

1 ' 1 ' 

302 ms 

1 1 , 

I ' l l 
43WT%C0AL 

258.9 ms 

/ \ — 

/ \ — 

1 , 1 , 
-400 -200 0 

TlME.ms 

200 400 

Fig, 14 

Cross-correlation Function 
Obtained with Vertically 
Oriented Acoustic Transducers 
during Phase Separation. 

Fig. 15 

Doppler Spectrum from Coal Feed 
at SRC-I~880 Ib/hr (35.8 cm/s, 
1.17 ft/s). The built-in high 
pass filter will cut off the 
low-frequency component. (The 
60 Hz and 180 Hz HUM components 
appear only during this test of 
the low level signal, picked up 
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r e s t o r e d and proven l i n e a r over the 700-1500 Ib /h r range when the flowmeter 
ana ly s i s was r e s t r i c t e d to spec t ra l components above 40 Hz, A s t rong low-
frequency component had to be f i l t e r e d off when the flow r a t e exceeded 1000 
I b / h r . There i s no snubber in the l i n e at SRC-I corresponding to the snubber 
a t SRC-II. So i t seems reasonable to a t t r i b u t e the low-frequency components 
to a s e t t l i n g mechanism as a t t r i b u t e d in the flow loop. Transfer of the 
flowmeter to a v e r t i c a l pipe sec t ion would be a p p r o p r i a t e . Unfor tunate ly , 
p lan t opera t ions were changed to reach higher t empera tu res , and the room-
temperature wedges and preampl i f ie r were damaged. The system was subsequently 
rearranged to p ro t ec t the preampl i f ie r from excess heat and the locat ion 
changed to a v e r t i c a l 1/2- in. pipe (from the hor izonta l 3 / 4 - l n . ) . The poor 
f i t of the wedge a t the wedge/pipe i n t e r f a c e wi l l lead to an add i t iona l 
p r o f i l e co r rec t ion e r r o r . Data to be supplied by p lan t o p e r a t o r s . 

On the SRC-I p lan t a flowmeter was a lso i n s t a l l e d on the SRC t ransfer 
l i n e taking the f lu id from the d i s so lve r to the de-ashing p l a n t . This l i ne is 
19 mm (3/4 i n . , Sch. 80 ) , running normally a t 550°F. The spectrum, shown in 
F ig . 16, i s the normal laminar flow spectrum. The p a r t i c u l a t e loading is 
predominantly ash and bel ieved to be of very small s i z e . Traces of small 
bubbles are bel leved to have adhered to the p a r t i c l e s , enhancing the Doppler 
s i g n a l . A s imi l a r observat ion was made on the corresponding 1 ine a t SRC-II 
(F ig . 10 pos i t ion M2). Adequately s t rong Doppler s i gna l s were obtained there 
a l s o . P a r t i c u l a t e s i ze s a t SRC-II in tha t l i n e were predominantly in the 2-5 
ym range. The ex i s t ence of res idual bubbles was pos tu la ted by personnel at 
SRC-II because t h i s l i n e follows immediately a f t e r a g a s / l i q u i d separa tor and 
pe r fec t separa t ion has never been claimed. 

0.2 0.4 0.6 
FREQUENCY 

0.8 

Fig. 16, Spectrum Obtained a t SRC-I Plant on 550°F 
Line between the Dissolver and the De-ashlng 
P l a n t . The inc iden t frequency v-.s ' v ^ 
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3.2.7 Observation at H-Coal 

At H-Coal results similar to the result at other plants were obtained 

for the slurry feed line transporting a slurry with particulates predominantly 

70 Vm in diameter. 

Other flowmeters on the hydroclone overhead, the ebulating flow, and 

the hydroclone feed yielded Inadequate Doppler signals. Particulates in these 

lines were reported to be 10-20 Um. Apparently, this size is too small in a 

high-concentration slurry to produce an adequate Doppler signal. At lower 

concentrations it is possible to adjust the transmitted frequency to a higher 

value to obtain adequate scattering. However, at the concentration in the 

three lines assayed at H-Coal (other than the slurry feed), extensive investi

gations in the frequency range 0.3-10 MHz failed to show any operating 

frequency that consistently showed a strong Doppler signal from the central 

portion of the pipe. Without a strong signal from the center of the pipe, the 

Doppler signal depends on particle size distribution and concentration as well 

as on motion, and the simple system used does not yield unambiguous flow data. 

It was concluded that 20 ym particulates are too small to permit 

reliable operation of a Doppler flowmeter in the concentration range 

encountered at H-Coal. 

3.3 THE FLOW PROFILE EFFECT 

The observed spectra illustrated in the preceding section showed that 

analysis for different flow conditions requires »attentlon to ensure that the 

weighting of the frequencies in the received signal corresponds to the 

weighting of the flow in the pipe. In this section, some of the interactions 

of the sound beam with the various flow profiles are considered. Not 

considered here is the effect of multiple scatter, which takes some of the 

beam Into shadow zones and brings scattered energy out of the shadow zone 

toward the receiver. The relatively simple analyses in this section delimit 

the range of correction to be anticipated. Direct calibration is reported in 

Sec. 4. The repeatability of this experimental evaluation does not warrant a 

more detailed explanation of it in the analysis below. 

3.3.1 Turbulent Flow 

In typical fluid mechanics texts turbulent flow profiles are given in 

the form 

u / r) = u j l - r/rj« (6) 
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in terms of the maximum or c e n t e r l i n e flow Uĵ  and the pipe rad ius r^ . The 
exponent a va r i e s from ~ 0.17 for Reynolds numbers J u s t above the t r a n s i t i o n 
turbulence (Re = 3000) to a value c lose to 0.1 a t Reynolds numbers above 
1,000,000. 

By i n t e r r o g a t i n g the pipe with a sonic beam tha t does not f i l l the pipe 
completely uniformly, the measured v e l o c i t y wi l l be biased in favor of those 
regions in which the sound beam i s more i n t e n s e . Consider as an extreme 
example a very thin sound beam in a d iametr ica l p lane . The average v e l o c i t y 
al ong the sound beam wil 1 be given by 

'̂ o "̂ o 
" d l a = ^ u j l - r / r j « d r / / d r . (7) 

0 o 

whereas the actual average v e l o c i t y , u (volume flow Q div ided by c ross -
sec t ion S) , i s given by 

- 0 a 

o o 

The ratio of these two quantities is 1/(1 + a/2). The Doppler flowmeter 

overestimates the flow under turbulent conditions by 6-10%. 

3.3.2 Laminar Newtonian Flow 

The flow profiles for laminar flow of a Newtonian fluid (shear stress T 
proportional to shear rate s') is given by 

u(r) = û (l - r^/r^) . (9) 

By simple integration, this yields 

^ = %/ 2 - (10) 

We also calculate the average velocity along a narrow diametral pencil 

r 

dia r 
o 

I ! u(r) dr; (11) 

integrating yields 
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"dia = 2uJ3 . (12) 

Hence, 

"dia = ^ y^ • (13) 

3.3.3 Laminar Pseudoplastic (Power Law) Flow 

Certain s lurr ies were investigated showing a non-Newtonian behavior 

yielding a power law for the stress-shear rate (x, s ' ) relationship 

X = K ( s ' ) " . (14) 

This relationship leads to a profile of the form 

u(r) = u_̂  [1 - (.v/r/^^'>h (15) 

(yielding the Newtonian profile for n=l). 

This form is readily Integrated: 

Hjn = (l+n)/(l+3n) (16) 
D m 

and 

H., In = (l+n)/(l+2n) . * (17) 
dia m 

Hence, 

"s^dla " (l+2n)/(l+3n) . (18) 

The limiting case n = 1 describes a Newtonian fluid and Eq. 18 assumes the 

same value as Eq. 13. 

Further, notice that small values of n yield a flattened profile 

superficially more like the profile for turbulent flow. Also, u /u, 

approaches the value calculated for turbulent flow; specifically, the value 

of u7/u,j is 0.93 for turbulent flow at a = 0.14 and for pseudoplastic 
S dia 

laminar flow when n = 0.08. 
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3.4 DOPPLER FLOWMETER DEVELOPMENT 

The ANL Doppler flowmeter and i t s opera t ing p r i n c i p l e are descr ibed 
b r i e f l y in Section 2 . 1 ; the e l e c t r o n i c s system i s descr ibed in Appendix A. 
The opera t ing p r i n c i p l e i s summarized here to aid understanding of the r e s u l t s 
r epor t ed . 

The Instrument e l e c t r o n i c s conta ins c i r c u i t components c o n s i s t i n g of: 

A qua r t z - con t ro l l ed o s c i l l a t o r and power ampl i f ier to genera te the signal 
( in m u l t i p l e - u n i t ope ra t i on , synchronizat ion between u n i t s i s needed, as 
discussed in Sec. 3 . 5 ) , 

A mixer giving the d i f fe rence frequency s ignal between the received 

signal and the local o s c i l l a t o r , 

A signal condi t ioning f i l t e r (high p a s s ) , 

Automatic gain c o n t r o ] , and 

A signal analyzer giving a vo l t age output propor t ional to the Doppler 

frequency. 

A br ie f explanat ion of the analyzer i s important for an unders tanding of the 

quant i ty measured. 

The e a r l i e s t analyzer used a simple Schmidt t r i g g e r to genera te a square 
wave having zero c ross ings coincident with the Doppler s i g n a l . The square 
wave was counted or converted to vo l tage with a f requency- to-vol tage 
conver ter . Problems were encountered when very low-frequency s igna l s were 
observed on the l i n e s a t SRC-II. Subsequently, s i g n a l s were analyzed with a 
fas t Fourier transform (FFT) ana lyzer ; f l a t spec t r a very d i f f e r e n t from those 
observed on the l abora to ry loop were observed. Occas iona l ly , very in t ense low 
frequencies a lso were seen. The f l a t spectrum i s a c h a r a c t e r i s t i c of laminar 
flow. The in tense low frequency was l a t e r recognized as caused by hydrogen 
bubbles s p i l l i n g over from a depulser downstream of the p i s ton compressor. 
Similar low-frequency components due to other causes were observed a t SRC-I 
and on another o i l / c o a l loop a t ANL. 

This type of behavior , as shown in F ig . 9 when the pumps were running at 
600 and 700 rpm, i s seen to have increased the low-frequency i n t e n s i t y about 
15 dB. I t was l a t e r found t h a t t h i s occurred when the gas flow in to the 
snubber was s p i l l e d i n to the l i n e . With fu r the r Increase in gas flow the 
I n t e n s i t y of t h i s low-frequency s ignal would inc rease an a d d i t i o n a l 15 dB and 
completely o b l i t e r a t e the por t ion of the s igna l used to measure flow r a t e . 
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The correlation of gas flow and Doppler signal was established beyond 

resonable doubt by stopping and starting the gas flow and observing the 

response of this very intense low-frequency signal during the gas flow. 

The presence of gas bubbles adds to the scattering produced by the 

particles in the fluid. When the scatterers occupy a significant volume 

fraction (more than 10%), scattering near the surface prevents penetration of 

the sound beam to the middle of the pipe. Near the wall of the pipe the flow 

velocity is small and so only this low velocity (low-frequency Doppler) is 

detected. 

The upper cutoff frequency of the flat spectrum was related to flow by 

correlating it with pump rpm; ultimately the relation was derived theoret

ically. To interpret this type of Doppler spectrum, the spectrum to voltage 

conversion was accomplished by servomechanisms (Fig. 17): 

The signal was amplified to 1 V rms, using automatic gain control; a 

filter removes signals below a preset cutoff frequency (adjustable, 5-40 

Hz) to eliminate the extraneous low-frequency components mentioned, and a 

second automatic gain control amplifier brings the signal up to 1.5 V. 

The "average" frequency of the amplified signal is determined by passing 

it through an electronic low-pass filter (R5609) that passes half the 

signal put into it by cutting off the high frequencies—the cutoff 

frequency f^ of this filter is controlled by a pulse repetition rate i^ 

with a frequency 100 times the filter cutoff. 

« 
The filtered signal is squared and averaged and compared with half the 

squared and averaged signal put into the filter; the departure of this 

ratio from unity is amplified and, by means of a voltage-to-frequency 

converter [VFC32], converted to the pulse repetition rate controlling the 

R5609 filter cutoff frequency. 

Thus the cutoff frequency of this filter is servo-controlled to contain half 

the original signal and can be regarded as the weighted average frequency of 

the band. This cutoff frequency is equal to 1/lOOth of the pulse repetition 

rate controlling the filter, which in turn is precisely proportional to the 

voltage driving the voltage to frequency converter. Range settings are pro

vided with switch selected capacitors and a potentiometer to vary the ratio. 

Details of the systems are given in Appendix A. 

In Appendix A, two circuits are given. In the first one, the ratio of 

the signal filtered by the servo-controlled R5609 to the unfiltered signal was 

chosen to be 0.68 instead of 0.5 as described above. The original idea had 
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been to locate a fixed fraction of a flat spectrum and the fraction 0.68 was 

entirely arbitrary. The change to 0.5 was made with the realization that a 

location of the effective centroid of the spectrum should yield a system 

giving a velocity average independent of spectrum shape, thus making the meter 

respond accurately to both turbulent and laminar flow. 

The assumptions implicit in the above argument is a uniform coverage of 

the pipe with sound energy and a negligible elimination of the spectrum by the 

low-cut (high-pass) filter used to permit operation with spurious excessive 

low-frequency energy. This filter is to be considered an interim expedient to 

permit operation where normal operation would not have been otherwise 

possible. Ultimately the filter needs to be eliminated in order to restore 

rangeability of the meter and linearity at the low flow rates. This would be 

accomplished by eliminating the problem in the first place. In the case of 

SRC-II it would mean coordinating the meter with intermittent snubber 

overflow. The snubber would receive extra gas in bursts and during the 

overflow periods the flowmeter would be Ignored. Similarly, the best current 

information for the need of the filter at SRC-I would be avoided if the meter 

were mounted on a vertical section of the flow system. 

3.5 MULTIPLE UNIT OPERATION 

Four flowmeters were mounted in a single rack together with a calibration 

generator (Fig. 1). The Doppler signal showed strong beat frequency signals 

at the difference frequency of the individual oscillators. After we failed to 

isolate or shield the units sufficiently to prevent such Interference, the 

problem was obviated by running the several units synchronously. Where other 

requirements dictated a different operating frequency, synchronization was 

maintained to avoid beats between them by operating at harmonically related 

frequencies. 

The modification to the units Involved an input and an output cable con

nection to the back plane. The input connection was plugged into the crystal 

socket; the oscillator transistor then acted as an amplifier, taking the 

signal from the unit on its left and passing a portion of the output to the 

next unit on the right. 

Thus with a simple change in plug, each unit could be used either in a 

group or alone by unplugging the cable from the input connector to the crystal 

socket and plugging in the crystal again. 

Unit 104 was additionally fitted with a dlvide-by-two circuit and LC 

filter between the input and crystal socket. This system drove the output at 

half the frequency of the unit in the slot Immediately to the left of it. 

With this scheme it is possible to run one, two, or three units at 1 MHz, and 
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the remaining t h r e e , two, or one u n i t s a t 0.5 MHz, as shown in Table 1. The 

opera t ing frequencies are based on a 1-MHz quar tz c rys t a l in Unit 101. If a 

d i f f e r e n t frequency i s used, the f i l t e r c i r c u i t in Unit 104 wi l l need 

r e tun lng . 

4. CALIBRATION 

The output frequency or output vo l tage of the a n a l y s i s i s p r imar i ly a 

function of the weighted average frequency of the broadband signal being 

analyzed. I t i s explained in Sec. 3 .4 . The system genera tes a tone with 

frequency 100 times the weighted mean of the spectrum. This tone con t ro l s a 

f i l t e r y ie ld ing a signal with half the energy of the o r ig ina l s i g n a l . 

4.1 ELECTRICAL 

Electrical calibration usually is done in two steps: 

1. A low-pass filtered white noise electrical signal Is Injected into 
the analyzer system and the output frequency f^ is plotted against 
the cutoff frequency f^ of the signal, and a regression line is 
determined; the voltage output can be calibrated at the same time by 
reading the output voltage Vg—but It is easier to read VQ with a 
pure tone injection and obtain the V - f function with the 
steadier pure tone signal, and 

2. The fg - i^ transfer function is combined with the VQ 
to obtain the VQ 

It is a good deal easier to average a frequency than a voltage, because to 

better average the frequency it is necessary only to count longer, whereas the 

reading of a voltmeter (which is unsteady) is not straightforward, and differ

ent techniques yield slightly different results. 

4.2 FLOW LOOP CALIBRATION 

A flow loop was built with a weigh tank to determine the output of the 

flowmeter with the mass flowrate of fluid flowing (see Figs. 18 and 19). The 

loop consists of a 4-m (12-ft) vertical 102-mm (4-ln.) ID pipe, a 1-m (3-ft) 

horizontal section, and a short vertical down section followed by a 2-m (6-ft) 

test section (mostly 2-ln. pipe). From there the flow comes back up to a 1-m 

level to a tee followed by a pair of interconnected ball valves A and B, 

arranged so that one opens when the other closes. In one position the flow is 

taken back to the reservoir tank, mounted directly over the pump, which dis

charges the fluid into the 4-ln pipe. The common handle of the ball valves, 

when thrown in the opposite direction, stops the fluid recirculation and 
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Fig. 19. Loop for Flowmeter Calibration. 
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diverts the fluid into the weigh tank. The fluid enters the weigh tank from 

the center of the tank base via a 2-m-long horizontal plastic 50 mm (2-in.) 

pipe. The top of the weigh tank connects via flexible rubber hose and three 

control valves to the top of the reservoir tank, the atmosphere, or the 

laboratory pressure supply. During normal operation the fluid is first cir

culated steadily at about -150 kPa (22 psi) static pressure from the labora

tory air supply in the gas space above the fluid level in the two tanks (valve 

A - open, B - closed, C - closed, D - open, E - open). 

For calibration at that setting, fluid is diverted to the weigh tank (A -

closed, B - open). As the mass of fluid increases, the output from the load 

cell supporting the tank falls and, at a preset point, starts a clock and 

opens a gate to start counting the pulses from the pulse repetition rate 

generator controlling the variable filter of the Doppler flowmeter being cali

brated. After the clock and the counter have started, a 50-kg mass suspended 

from the weigh tank is gently raised so that it no longer touches any part of 

the weigh tank. The output of the load cell supporting the weigh tank jumps 

to a high value, decreasing slowly as more fluid is added. When precisely 50 

kg of fluid has been added, the load cell output again reaches the trip level, 

stopping the clock and the repetition rate counter. If N is the reading of 

the counter and T is the reading of the clock, then the output pulse repeti

tion rate f^ is N/T Hz at a mass flowrate of 50/T kg/s. Volume flowrate is 

computed by dividing mass flowrate by specific gravity, and linear velocity u 

is computed from this by dividing volume flowrate Q by the pipe sectional area 

S. The total count N remains reasonably constant as the flowrate is 

changed. It will be different for different wedge angles or ultrasonic 

carrier frequencies. To obtain the best valu#, the measured output pulse 

repetltlton rate f is plotted as a function of linear velocity u, and the 

linear regression coefficient is obtained for this pair of variables. 

After the clock and counter have accumulated the run data, the operator 

immediately resets the dlverter valve pair back to circulation. Then the 

data, time duration, and number of pulses are recorded. The weigh tank is 

Isolated from the reservoir tank, which is allowed to return to room pressure 

(valve D - closed, C - open). With the dlverter valves (A, B) placed halfway 

between the diversion and recirculation position, both are half open and the 

laboratory air supply will push the fluid out of the weigh tank Into the 

system. A digital voltmeter on the output of the force gauge is used by the 

operator to place the diversion valves (A and B) back to recirculation before 

the weigh tank is quite empty. The reservoir vent C is closed again and valve 

D connecting the air return of the weigh tank with the reservoir tank is 

opened to permit repeating of the cycle. 
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4.3 DATA 

A typical set of calibration curves is shown in Figs. 20-24. The 

relation of the output voltage V^ to the repetition rate f,, of the filter 

control signal is plotted for several range settings in Fig. 20. Note that 

variable resistors Pl or P2 can be set to any value between the extremes shown 

by 1 and 2. Capacitor switches 3, 4, 5, and 6 change the range in steps. 

This particular unit (Serial U l ) is installed at the SRC-I pilot plant, 

with the switch setting and Pl adjusted as shown by the heavy line. For the 

other lines shown, Pl was adjusted to the extreme position opposite that of 

P2. The range of repetition rates for 10 V output for each capacitor 

position, seen at the right ordinate, is summarized in Table 2. These data 

were obtained by injecting a pure tone into the calibrate terminal. 

Individual points are not shown, the departure from a straight line is not 

appreciable on this scale. 

The output repetition rate f^ is plotted as a function of the cutoff 

frequency fj^ of filtered white noise in Figs. 21 and 22. (For these graphs, 

the cutoff filter was a Rockland low-pass elliptical filter with 85 dB per 

octave cutoff.) Note that the dial setting on the Rockland filter is the 

frequency at which the filter first passes the bottom of the pass band ripple, 

and not the frequently used 3-dB down point. The 3-dB point was measured 

consistently 5% higher than the cutoff frequency indicated on the dial. The 

numbers at the abscissa of Figs. 21 and 22 correspond to the numbers on the 

Rockland filter dial. Figure 22 is an expansion of the lower portion of 

Fig. 21. This portion is of greatest interest in situations encountered in 

coal liquefaction slurry flow. The full range was needed for the SLTF loop. 

It is immediately apparent that the range setting of the voltage output has 

only a second-order effect on the i^-i^ transfer function, but the effect 

needs to be known for precision calibration. 

The electrical calibration was compared with direct measurement of flow 

as determined by direct weighing (see Fig. 23). The result of this measure

ment was combined with the output of Fig. 22, showing the relation of the 

output to the input bandwidth to yield a measure of the effective or equiva

lent bandwidth of the input spectrum (see Fig. 24). The transfer was done by 

linear Interpolation, point by point. The slope of this line is now compared 

with the computed Doppler slope in the absence of any profile correction 

outlined in Sec. 3 to yield a measured profile correction term. 

The substitution f^ = 2f^ = Ut^ u_c2s9_ ^ j^ = 5 ^ lO^Hz, cosS = 0.5047, 

•^luclte " 273000 cm/s yields 

fĵ /u = 4f^ cos9/c = 3.70 . (19) 
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Fig. 20 
Relation Between Output Voltage 
and Output Pulse Repetition Rate 
for Different Range Settings. 
[One or two using capacitors 3, 4] 
5, and 6, or any combination. 
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positions, except that 1 (adj.) 4, 
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Fig. 21. Electrical Calibration Using White Noise 
with Sharp High-frequency Cutoff. 



38 

100 200 300 400 

CUT OFF FREQUENCY OF CALIBRATION SIGNAL t,, Hi 

Fig . 22. Low End Expansion of Fig. 21 . 

S 40 

I I I I I . I 
20 40 60 80 ,00 120 140 

FLOW VELOCITY, cm/j 

Fig. 23. Repetition Rate, Measured for 

Different Mean Flow Velocities. 



39 

Fig. 24 
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Table 2. Range Adjustment for 10-V Output Using 
Potentiometer Pl or P2 as Selected 

by Switch 1 or 2 

Switch 
On 

3 , 4 , 5 , 6 

5,6 

6 

3 , 4 , 5 

4 ,5 

5 

3,4 

4 

3 

Cutoff Frequency 
Range, Hz 

170-220 

220-330 

330-440 

400-600 

600-800 

750-1000 

900-1500 

1300-1800 

1600-2400 

Clock Output 
Frequency TPU, kHz 

8-11 

11-17 

16-22 

20-30 

30-40 

38-50 

45-75 

65-90 

80-120 
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From the regress ion l i n e of Fig. 24, we obtain 

i^ = 4.62JI u + 9.59 Hz. (20) 

This gives an empirical p r o f i l e fac to r of 

3.70/4.62 = 0 .80. (21) 

5. PERFORMANCE 

The ANL Doppler flowmeter has been used on d i f f e r e n t ANL loops , the SRC-
I I P i l o t Plant (Fort Lewis, Tacoma, WA), the SRC I P i l o t Plant (Wi l sonv i l l e , 
AL), and the H-Coal P i l o t Plant ( C a t l e t t s b u r g , KY). 

5.1 INITIAL TESTS 

q 
The i n i t i a l low-cost ANL loop performed very s a t i s f a c t o r i l y using a 

s l u r r y of water and -200 mesh coa l . Typical spec t r a are shown in Fig. 7. The 
e l e c t r o n i c analyzer i n t e r p r e t i n g the Doppler signal in the i n i t i a l flowmeter 
was a simple counter c i r c u i t tha t t r e a t e d the Doppler signal as though i t were 
a pure tone, counting the cyc l e s . A few refinements were added to the o r i g i 
nal simple frequency counter . A f ixed- th resho ld comparator with some h y s t e r e 
s i s was used to prevent low-level high-frequency noise from adverse ly a f f e c t 
ing the counter . A good-qual i ty low-pass f i l t e r required to e l imina te the 
noise above the highest Doppler frequency a l so i s e f f e c t i v e in keeping the 
count c o r r e c t . The final c a l i b r a t i o n using a weigh tank i s shown in F ig . 25. 

Subsequently, the loop was modified to the conf igura t ion descr ibed in 
Sec. 3 to e l imina te c a v i t a t i o n bubbles , which were demonstrated conclus ive ly 
to have exis ted in the open loop as o r i g i n a l l y configured. The discovery was 
accidental when the loop was used to t e s t immersed t r a n s d u c e r s . I t was found 
t h a t sound propagation of 5 MHz for a 30-cm ( 1 - f t ) d i s t ance disappeared ( i . e . , 
there was more than 60 dB addi t ional a t t e n u a t i o n ) when f lu id flowed in the 
p ipe . Sound t ransmission returned within a few minutes of flow c e s s a t i o n . 
Sound propagation a lso could be r e s to red by p re s su r i z ing the loop to about 30 
kPa (5 p s i ) . Pressure r e l ea se stopped propagat ion. Although the bubbles were 
not v i s i b l e because they were too small and the f lu id was too opaque, the 
evidence i s c l e a r . Modifying the loop to e l imina te the c a v i t a t i o n bubbles was 
considered Important to t e s t flowmeters for more r e a l i s t i c s i t u a t i o n s . The 
presence of the small c av i t a t i on bubbles g r e a t l y enhances the s t r e n g t h of the 
Doppler s i g n a l . The c a l i b r a t i o n f igure (F ig . 25) tends to I n d i c a t e t h a t the 
t o t a l volume of c a v i t a t i o n bubbles was s u f f i c i e n t l y low t h a t the mean dens i ty 
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of the fluid was not changed significantly by the presence of the minute void 

fraction. Additional evidence for this estimate might be worth gathering if 

the opportunity should arise. Turbulent flow measurement was completed before 

the existence of cavitation throughout the loop was recognized. Operation of 

the modified loop is described in Sec. 4. 

5.2 FLOW MEASUREMENTS IN THE ANL SOLID/LIQUID TEST FACILITY 

The ANL SLTF is a specialized calibration loop facility for liquids and 

slurries. In the configuration for the present tests, a variable-speed pneu

matically driven diaphragm pump forced fluid through a depulsing tank via a 

bypass flow control into a measuring section of 5-cm (2-in., Sch. 40) pipe. 

The pipe consists of one 6-m (20-ft) and one lO-m (33-ft) horizontal run, a 

2-m (6-ft) 45° run, and a 3-m (lO-ft) vertical section. A weigh tank and 

fast-action deflector is used to measure mass flowrate. Timing of the 

dlverter valve is measured to 0.005 s for a total flow of usually ~50 kg. 

Transfer to a volumetric tank also can be provided for direct volume flow rate 

measurement. Alternatively, volume flow rate can be determined from mass 

flowrate and independently determined specific gravity. The facility also in

cludes holdup tanks, mixing vessels, and flow control devices. The Doppler 

flowmeter was mounted near the end of the first 6-m section. 

Flow measurements from the Doppler flowmeter were compared with the 

readings of the weigh tank over a range of coal concentrations (16-60%) for 

flow velocities of 0.5-3.5 m/s. At the highest concentration, the flow rate 

was kept below 1.3 m/s and at the lower concentration entirely above this 

minimum value. 

Comparison with the ANL Bldg. 309 loop calibration must be made with 

caution because the 309 loop was set up for 0.2-2 m/s in 5-cm (2 in. Sch. 40) 

pipe, and the calibration at this lower velocity already had shown signs of 

nonlinearity. 

Readings extrapolated from the 309 1oop calIbration and the SLTF data are 

compared in Fig. 26. The departure of individual points from the ideal line 

shown is greater than attributable to experimental error. One particular area 

(shown in the region of 2.54 m/s as a horizontal line) shows the range over 

which several Doppler velocity readings were observed when the orientation of 

the transducer wedge arrangement was changed. The data were taken at 43% coal 

concentration. Higher readings were observed with the transducers in a hori

zontal plane, 2.92 m/s, and lower readings with the transducers rotated into 

the vertical plane; specifically, with the transmitter-up/receiver-down orien

tation, the effective reading was 2.06 m/s, and with the opposite connection 

(transmitter down), the reading was 1.93 m/s. 
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Spectra obtained during these runs (Fig. 13) showed an intense low-

frequency contribution that was much more pronounced when the transducers were 

oriented in the vertical plane than when they were in a horizontal plane. With 

the transducers oriented at 45°, the spectra and readings (2.63 m/s) were 

intermediate between the vertical and horizontal orientation. 

Our attitude on the Doppler flowmeter has been shaped by these observa

tions on the flow profile interaction: 

Flow profile strongly influences Doppler flowmeter accuracy. 

If settling might occur, measurements should, if possible, be confined to 

vertical runs. 

Flow profiles of slurries need to be known more definitely. 

The Doppler flowmeter might prove useful in laminar Newtonian or pseudo

plastic flow investigations to determine flow profile. The simpllcty of 

the system would have to be sacrificed in order to prevent multiple 

reflections in the pipe wall. This is discussed further in Sec. 7. 

It might be possible to greatly improve the operation of the Doppler 

flowmeter if the multiple reflections in the pipe wall could be 

eliminated and a flow profile measuring system with a suitably weighted 

integration technique could be integrated to give an overall flow 

summation. 

5.3 FLOWMETERS ON SRC-II 

The intermittent operation of the early model ANL flowmeter led to the 

development of the instrument described in Sec. 3. The flowmeter installed 

was a rough model of the final version, the plant being dismantled before 

construction of the final instrument was completed. The final instrument, 

described in Sec. 2 and Appendix A, was originally designed with specifica

tions for SRC-II operation. The final system was installed on the H-coal 

pilot plant. 

On the SRC-II plant, two positions were monitored. The first was the 

coal feed line described in some detail in Sec. 3. The flowmeter installed on 

this line generated many of the lessons outlined in Sec. 3. The rough model 

of the ANL flowmeter was connected to the SRC-II data acquisition system. The 

data output was manually plotted from the acquired data, and is reproduced 

here as Figs. 27 and 28. The same electronic system "also was connected to 

transducers mounted on the recycle line. Particulates in this line were 
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thought to be simply the res idual ash p a r t i c l e s of undissolved coal and were 
bel ieved to be very small . But t h i s l i n e follows immediately a l i q u i d / g a s 
separa t ion and there i s a good l ike l ihood of mlcrobubbles remaining en t ra ined 
in the l i q u i d . A few data were co l l ec t ed before the e l e c t r o n i c system was 
reconnected to the feed l i n e , with l a t e r scheduling of data c o l l e c t i o n from 
the recyc le l i n e . This more extens ive data c o l l e c t i o n was e l iminated by the 
p lan t c l o s u r e . 

5.4 FLOWMETER INSTALLATION AT SRC-I 

The Doppler flowmeter was i n s t a l l e d on the coal feed l i n e a t the SRC-I 
p lan t in Wi l sonv i l l e , AL. The temperature of t h i s l i n e was es t imated at 
~180°F. Later the temperature was ra i sed occas iona l ly to 350°F using hot 
so lven t . This damaged the preampl i f ie r and the wedges. Relocat ion of the 
ampl i f ie r improved the cooling for i t . In t h i s i n s t a l l a t i o n , commercially 
procured l u c i t e mode conversion wedges were used d i r e c t l y without any standoff 
thermal i s o l a t o r s . The wedges were s p e c i a l l y made for use with the 1 i n . x 
1/2 i n . (25 X 12 mm) t r ansduce r s . A depar ture from conventional design made 
the long (25 mm) axis of the t ransducer p a r a l l e l to the pipe axis and the 
ve r tex of the wedge a t r i g h t angles to i t . The l u c i t e wedges were cas t in a 
sound-absorbing p l a s t i c to reduce spurious r eve rbe ra t i ons in the wedge. The 
wedge and t ransducer and the wedge and pipe were coupled with petroleum J e l l y . 

Spectra from t h i s l i n e showed spurious in tense low-frequency components. 
There appeared to be no gas contaminat ion. There i s a p o s s i b i l i t y tha t the 
same type of s e t t l i n g occurred as was l a t e r observed on the ANL so l id /gas 
f a c i l i t y . This flowmeter has been t r ans f e r r ed to a v e r t i c a l pipe s ec t i on . 
Reevaluatlon of Doppler spec t ra wil l be i n t e r e s t i n g when t h i s p lan t resumes 
operat ion a t a high flow v e l o c i t y (> 1200 I b / h ) . 

The i n i t i a l data obtained a f t e r the f i r s t i n s t a l l a t i o n are p lo t t ed in 
Fig. 29. These data were obtained a f t e r the high-pass f i l t e r in the analyzer 
sec t ion was set to 40 Hz. The f i r s t se t of d a t a , with the h igh-pass f i l t e r 
se t to 25 Hz, had departed d ramat ica l ly from monotonic ou tpu t - inpu t r e l a t i o n 
when the maximum flow r a t e was reached. Good operat ion had been observed from 
500-1000 Ib /h r flow. When flow was increased f u r t h e r , the output decreased. 
After adjust ing the h igh-pass f i l t e r to 40 Hz, a continuous monotonic output 
vol tage with flow r a t e was observed. 

A flowmeter with s t a i n l e s s s tee l s tand-off waveguides a l so was i n s t a l l e d 
l a t e r (Oct. 9, 1982) on the SRC t r a n s f e r l i n e (550°F), taking f l u id from the 
d i s so lve r to the de-ashing un i t of the p l a n t . Operation was b e t t e r a t 1 MHz 
than a t 500 kHz. By t h i s time we • had learned the need to synchronize the 
o s c i l l a t o r s of the two u n i t s , as descr ibed in Sec. 3. The high- temperature 
un i t was operated a t 1 MHz and the low-temperature un i t for the feedl ine 
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operated a t exac t ly half t ha t frequency. 

The spectrum from t h i s flowmeter had the d e s i r a b l e sharp cutoff shape. 
Of p a r t i c u l a r i n t e r e s t was tha t during a very b r i e f pe r iod , t h i s l i n e was 
operated by a 45-cycle-per-mlnute r ec ip roca t i ng pump. Individual s lugs of 
f lu id could be recorded from an i n t e m a l t e s t point (TP 10) before the 
i n t e g r a t i o n of the short period (5 s) fas t ou tpu t . This type of f a s t response 
was not envisioned to be needed when the system was designed, and i t i s not 
c l e a r whether such need will a r i s e . I t may well be t h a t i f such a c a p a b i l i t y 
were a v a i l a b l e , i t might be used to monitor flow i n s t a b i l i t i e s or other 
faul t s . 

For t h i s p a r t i c u l a r l i n e , a mass flow check i s planned, but has not yet 

been implemen ted . 

5.5 FLOW MEASURING AT H-COAL 

Four u l t r a s o n i c flowmeters were i n s t a l l e d a t H-Coal in March 1982, during 
Run 9. Spoolpieces had been prepared for the s l u r r y feed l i n e , hydroclone 
feed, hydroclone overheads, and ebula t ing flow l i n e . Table 3 g ives the r e l e 
vant parameters for each u n i t . 

Table 3 . Farameters foe Doppler Flowmeters a t U-Coa] 

Unit 

S lur ry feed {FR256) 

Hydroclone overhead CFIC275) 

Ebulat ing flow (PR230) 

aydroclone feed (FIC266) 

70' 'F 

3.000 

1.939 

6.875 

4.026 

Nominal 
of P ipe , 

ID 
in 

OP.Temp. 

3.012 

1.950 

6.931 

4.052 

Spec i f i c 
Gravi ty 

3.10 

0.92 

0.82 

0.83 

AJann Flow, 
TPPH* (cm/a) 

71.12 (177) 

45.38 (323) 

636.7 (402) 

80.0 (146) 

P a r t i c l e 
S i ze , 

Um 

75 

10-20t 

10-20t 

]0-20t 

*ThouBaDd pounds per hour , 
tDepends on coal used. 

Initially, the flowmeters interacted, and a modification was made to 

operate them synchronousl y to elImlnate beat frequency tones between the 

units. This method was easier than trying to improve interchannel isola

tion. The modifications were completed within a few weeks, and the installed 

units were retrofitted in June during Run 10. The output voltage of the 

Doppler flowmeters was sent to the plant data acquisition system and stored. 

At the end of Run 11, data were retrieved and plotted together with the stored 

reading of other flowmeters on the same lines. 

The initial interferences between the separate units permitted valid data 

from only one unit (FR256) during Run 9. During Run 11 this particular line 

was not in use, so FR256 is reported for Runs 9 and 10. Data for line FIC266 

are given for Runs 10 and 11. The spoolpiece for this particular line is 
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shown in Fig. 1. Two transducer arrangements were used: 

A commercial transducer sold for nondestructive testing; it was coupled 

to the pipe via a mode conversion plastic wedge, and a heat isolating 

standoff waveguide brazed to the pipe, and 

A high-temperature transducer. 

High-temperature transducers generate shear waves directly, using a crystal of 

lithium niobate cut normal to the X-axis. A small inconel wedge couples the 

shear waves into the pipe wall at an angle of 27° with the pipe axis. During 

Run 10, the high-temperature transducers were used; during Run 11, the commer

cial transducers on the standoff waveguides were used with equal success to 

provide flow information. 

On the ebulating pump line (FR230), data were gathered on Run 11. Data 

from the hydroclone overhead (FIC275) were discarded when it was determined 

that erratic behavior was due to a broken braze joint between the waveguide 

and pipe. This shows the need for improved quality control in this area. 

The Doppler signal—that is, the difference between the transmitted 

ultrasonic wave and the received signal—is in the form of a noise-like signal 

combining many frequencies up to some maximum value. For turbulent flow, the 

Doppler signal contains mostly frequencies near the average value; intensity 

at lower and higher frequencies falls rapidly. In laminar flow, the distribu

tion is broader; the intensity is fairly constant from zero to about twice the 

average frequency. We observed this typical flat spectrum on Line 256, indi

cating that on this line there was probably quite a bit of multiple scattering 

and the sound field was fairly uniform across the pipe. On other lines, 

spectra departed from the expected laminar or turbulent shape. In general, 

they tended to be a simple gradual decrease in Intensity without a well-

defined sharp break. In one instance, strong fluctuations in the spectrum 

were observed over a short period of just a few minutes. The Doppler meter 

will find some average value of the spectrum here, but so many factors influ

ence the shape that it becomes difficult to separate velocity effects from 

others. 

We know that in viscous fluids with extremely fine particles, scattering 

is poor and there is high loss due to viscous friction. As a result, the 

sound beam is much weaker near the center of the pipe than near the surface, 

and we see a dominance of scattering by the slower peripheral particles. At 

first It was hoped that by placing a transmitter and receiver on opposite 

sides of the pipe this could not happen; however, as illustrated in Fig. 30, 

the sound beam reflects many times in the pipe wall, and after several reflee-
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PIPE WALL REFLECTOR 

STANDOFF 
WAVEGUIDE 

Fig. 30. Schematic of Pipe at H-Coal. The high reflection coefficient at 
the wall surface allows sound energy to be transmitted domlnantly 
via scatterers close to the wall. 
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tions, spreads around the pipe. This can be seen in the lower part of Fig. 30 

in the plan view of the pipe. Thus particles near the wall will be measured 

with only very slightly diminished amplitude, whereas the scattering from the 

central region is strongly attenuated. 

The Doppler meter was operated experimentally with different frequencies 

in the range 0.3-5 MHz. Both attenuation and scattering increase with fre

quency and particle size. For very small particles, adequate scattering 

requires a high frequency, which, in turn, is subject to greater attenua

tion. Frequency was varied from 0.3 to 5 MHz using a very stable synthe

sizer. Much of this work was done on one line, using the broadband high-

temperature transducers. On other lines, special broadband transducers were 

used from 0.3 to 2.5 MHz. Standard resonant transducers also were used over 

an appreciable range near resonance, using separate commercial units tuned to 

0.5, 1, 2.25, and 5 MHz. 

Even though the desirable shape of the spectrum could not be obtained on 

the ebulating pump flow (FR230) nor the hydroclone feed (FIC266), the Doppler 

flowmeter responded to velocity fluctuations. Daily averages of flow rate in 

thousand pounds per hour are plotted in Figs. 31-35, which were produced 

directly by the computer at H-Coal with only the abscissa altered for greater 

reader convenience. Each graph shows dally averages of both the Doppler meter 

and the Installed meter. 

One design modification of the Doppler meter is still needed. As shown 

in Fig. 31, intermittent loss of flow April 12 and 13 caused the Doppler meter 

to amplify residual noise, which is broadband, and it thus indicated full 

scale. The same situation arose after completitA of Run 10 after July 22. A 

sudden change in the calibration factor the day after adjustment on June 18 

has not been explained. In Run 11, slurry was fed through a different 

unmonltored line and no data were collected. 

In view of the poor spectrum obtained, surprisingly good correlations 

between the Installed orifice meter and the Doppler meter were obtained for 

the hydroclone inlet and ebulating pump. The sudden change in the sensitivity 

on August 23 Is puzzling. The two meters were realigned on Sept. 14. On Oct. 

4 the orifice meter apparently failed; when it was brought back online Oct. 8, 

the difference between the two meters is as likely due to the orifice meter as 

to the Doppler meter. 

After the Sept. 14 realignment, the ebulating pump flowmeter remained 

reasonably good for the rest of the run. The orifice meter failed early in 

November and plant operators relied on the Doppler meter for the last few days 

of the run. 
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Fig. 31 

Comparison of Doppler Flowmeter 
on Slurry Feed Line with Installed 
Meter (Run 9). Slurry feed line 
loss of flow April 12 and 13 caused 
the Doppler meter to go to full scale. 

15 20 
APRIL 19fi2 

Fig. 32 

Comparison of Doppler 
Flowmeter on Slurry 
Feed Line with Reference 
Plant Meter (Run 10). 

10 IS 
JULY I9t2 
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Fig. 33. Comparison of Doppler Flowmeter at Hydroclone Inlet 
with Reference Plant Meter, 4-in. Pipe, Run 10. 

Fig. 34. Comparison of Doppler Flowmeter at Hydroclone Inlet with 
Reference Plant Meter, 4-ln. Pipe, Run 11. 
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Fig. 35. Comparison of Doppler Flowmeter in Ebulating Flow 
with Reference Plant Meter, 8-ln. Pipe, Run 11. 
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6. FURTHER DEVELOPMENT FOR THE ULTRASONIC DOPPLER FLOWMETER 

It is clear from the field studies that the conditions in the field 

differ sufficiently from the simulated conditions in the laboratory that the 

Doppler flowmeter cannot yet be considered a fully developed universal instru

ment, applicable everywhere. Specifications and application limitations are 

noted in Section 2. 

Improved accuracy is obtainable if the flow profile is determined. To 

determine the profile, flow must be measured in a more restricted region. The 

Doppler flowmeter Is eminently suitable for this, provided we give up the very 

attractive feature of clamping transducers on an existing pipe system. If the 

transducer is in intimate contact with the fluid, it is possible to interro

gate different portions of the fluid by time gating. Additional measures of 

velocity distributions are possible by aiming beams along chordal planes 

instead of diametral planes. 

6.1 IMPROVED ACCURACY: DOPPLER FLOW MEASUREMENT BY PROFILE ANALYSIS 

With the transducers attached to the outside of a uniform pipe, very 

1 ittl e can be done to measure specific smal 1 regions of the f 1 ow because the 

sound wave bounces back and forth inside the pipe wall, with only a small 

fraction (1-5%) depending on sound impedance of the fluid penetrating into the 

fluid at each impact. After a few reflections, the sound wave is extended 

over a large part of the pipe wall (Fig. 30). Then the scattered energy from 

particles close to the wall, after many reflections inside the wall, arrives 

at the same time as the sound wave, which penetrated to a deeper layer with 

few reflections in the wall. Thus, time-gating has proved very ineffective 

with nonpenetrating transducers, but is expected to be quite effective with 

transducers immersed In the fluid or in a coupling fluid and separated from 

the abrasive/corrosive flowing slurry by a thin, acoustically transparent 

window. Another alternative is discussed in Sec. 6.2. 

Implementation of the system is shown in Figs. 36 and 37. Figure 36 is a 

conceptual layout, using Immersed high-temperature transducers. They are 

shown here with a wedge between the transducer element and the fluid. With 

Immersed transducers, a flat face (flat on both sides) would work; however, 

knowledge of the velocity of sound would then be required to compute the flow 

rate, and the calibration would change with sound velocity. With the wedge 

arrangement, similar to the non-penetrating transducers, the angle of 

incidence in the fluid changes with the sound velocity and the two effects 

compensate, so that only the velocity of sound in the wedge must be known. 
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SOLID CABLE 

Fig. 36. Immersed Transducer in a Tee Connector. Tone burst 
will be transmitted to select a specific region of 
the pipe. 
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Fig. 37. Time-gating System for Flow Profile Studies and 
Precision Doppler Flow Measurement. 
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Transducers are shown deployed in two locations to sample different 

planes of the pipe. The specific region along the length of the beam can be 

resolved by time gating. Algorithims must be developed to properly weight the 

separate regions of flow. 

The electronic system would, of course, also be more complex (Fig. 37). 

One gate provides a short tone burst to the transmitting transducer and 

another supplies a tone burst to each receiving mixer, which then acts both as 

mixer and gate for the ultrasonic carrier. This type of circuit, with a 

single-channel variable gate receiver, was tried in the early experiments at 

SCR-II. As a circuit, it worked very well, but nothing was gained by tone 

burst operation. The reason for this was the multiple reflections of the 

ultrasonic beam in the pipe wall; the reflections prevented pinpointing any 

one region within the pipe, because the sum of the different delays in the 

pipe wall and in the fluid prevents differentiation of the signals from dif

ferent parts of the fluid. 

Time gating techniques have been studied for medical applications for 

measuring blood flow. Nonintrusive flowmeters have seen extensive development 

there, but the multiple reflections in the steel pipe wall is a problem unique 

to industrial application. 

6.2 IMPROVED DOPPLER FLOW MEASUREMENT BY PROFILE CONSTRAINT 

As an alternative to the detailed measurement of the flow profile out

lined in Sec. 6.1, it might be possible to make use of the fact that the 

ultimate profile takes a long distance to develop. Immediately following a 

constriction, the flow profile is fairly unifona except for a negligibly small 

region adjacent to the wall. Thus the profile of the flow velocity resembles 

the turbulent profile more than the laminar profile usually found in slurries. 

The measurement of flow in this region could be Implemented using an immersed 

transducer combined with the time gating described in Sec. 6.1.1. Alterna

tively, it might be worth exploring the possibility of using external trans

ducers and effectively decoupling the sound beam from the remaining piping 

system with spacers isolating the pipe wall from the ring forming the con

striction, as shown in Fig. 38. Then tone bursts and time gating would still 

be meaningful with the elimination of the multiple reflected beam along the 

pipe wall. The high-temperature transducer and waveguide shown in Fig. 38 are 

illustrated as alternative designs and are not recommended for simultaneous 

use. 

The optimum area reduction would depend on the rheologlcal property of 

the fluid. Preliminary analysis Indicates that for a Newtonian fluid, a flat 

profile would be obtained for a 30% diameter reduction; then the average 

velocity would be equal to the peak velocity ahead of the constriction. For 
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ISOLATION • 

/ ^ .' / ci SOUND BEAM 

Fig. 38. Flowmeter Using Flow Profile Control at a Constriction. 
Isolation of the sound from extensive pipe wall regions 
may be effected by immersion (upper system) or suitable 
slots (lower system). 
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pseudoplastic fluids, this same area reduction would exceed minimum require

ments for uniform flow immediately behind the constriction. Only with dila-

tant fluids, which increase shear stress with strain rate, would one need 

greater area reduction to assure uniform flow in the constriction. Our expe

rience shows that slurries tend to be pseudoplastic and not dilatant. 

The merits of the designs in Sees. 6.1 and 6.2 are that 

Detailed study of flow is possible; the design in Sec. 6.1 yields useful 

information on rheologlcal properties of the fluid and permits 

predictions of performance of the simpler types of flowmeter, and 

The scheme described in Sec. 6.2 is simple, and can be combined with a 

time-gating probe and multiple transducers for chordal paths in addition 

to the diametral paths to permit detailed fluid flow studies and yield 

information needed for the calibration of an ultimate simpler flowmeter. 

Pressure drop considerations produced by a short constriction are less sig

nificant in laminar flow than in turbulent flow. However, where this might be 

undesirable, a suitable length of oversize pipe could be incorporated into the 

flowmeter. The concepts developed in this section were developed during the 

writing of the report and so experimental exploration is beyond the scope of 

coverage. 

6.3 RECOMMENDED STUDIES FOR SLURRY FLOW MEASUREMENT 

The field tests of the Doppler flowmeter combined with the loop tests at 

ANL show a need for definitive answers to questions relating to flow with the 

particular devices tested. The answers needed relate to the following: 

1. Acoustic attenuation as a function of sonic frequency, liquid 

viscosity, particle size, and concentration. 

2. Flow profile in vertical pipes and the length after a disturbance 

(valve, tee, or elbow) before a predictable profile is achieved. 

For Newtonian fluids this information is known. For the pseudo

plastic or thlxotropic material research is needed. 

3. Flow profile in horizontal pipes with a measurement of settling. 

4. Design of a special acoustic Doppler flowmeter with window 

transducers so that with time gating, flow profile can be studied. 

(Single or dual transducer models might be suitable. A liquid 

column standoff or an immersed solid wave guide might be better In 



60 

any event, to get such a system to work we must reduce the energy 

coup]ed to the wal1.) 

5. Possible simultaneous measurement of attenuation. It would be 

necessary to have another transducer pair facing normally on the 

pipe and measure the through transmission. This measurement of 

attenuation would then be used to correct the flow measurement for 

attenuation effects. 

6. Improvement of the means of attaching the transducer standoff 

assembly. For applications to 250° C (500° F ) , plastic wedges and 

epoxy cements can be found. The brazing technique used on this 

project worked except for one failure. It is fairly expensive and 

difficult to apply in the field. Other fastening methods (e.g. 

welding, clamping, etc.) need to be checked out. 

7. Less expensive methods of transducer assembly. The method of 

clamping high temperature transducers to the pipe has proved quite 

successful. The present method works quite well, and, in a somewhat 

similar transducer assembly on a sodium loop at EBR-II has lasted 

five years without significant deterioration. 

7. DISCUSSION AND CONCLUSIONS 

7.1 DISCUSSION 

The Doppler flowmeter can be used to measure the flow of slurries pro

vided that particles are above some minimum diameter. This minimum diameter 

has been shown to be less than 70 ym (0.003 in.) and is likely to be 30-50 

lim. Tests with 20-lim particles in a viscous fluid resulted in a flow 

Indicator with an output varying with flow but strongly influenced by other 

parameters. In extremely dilute slurry, in which there are only a few 

particles, it is possible to increase the operating frequency to so high a 

value that appreciable scattering is still obtained. However, with high-

density slurries, there is a sharp cutoff between 20 and 70 Pm. 

A useful spectrum and good operation of the ANL Doppler flowmeter was 

obtained in slurry lines with fine particulates—the recycle line at SRC-II 

and the corresponding line at SRC-I coming straight from the liquid-gas 

separator after the first dissolving and heating of the coal. We suspect the 

presence of mlcrobubbles in this effluent. 
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7.1.1 Observations 

Two approaches to the problem of metering hot fluids were examined: 

Standoff waveguides and 

High-temperature transducers. 

The standoff waveguides permit the use of conventional transducers normally 

supplied in the nondestructive testing market. This permits easy replacement 

in case of failure; long life can be expected with confidence. The couplant 

used between the transducer and wedge and the wedge and waveguide was a thin 

layer of petroleum jelly. For permanent installations, a longer-lasting coup

lant might be desirable. Cement, e.g., epoxies, often are used, but they have 

the disadvantage of making replacement more difficult. A suitable compromise 

might be a low-melting-point rosin that could be fused to the wedge and 

remelted to permit removal for replacement. 

Attachment of the waveguide to the pipe by brazing proved less 

convenient than expected. For the larger pipes, there were difficulties in 

the field in applying sufficient heat to the pipe to make a good bond. The 

waveguides tested were all attached at the ANL shop to short pipe sections 

that were installed subsequently with flanges or by welding these spoolpieces 

In place. Even with this technique, one of the 14 brazed joints failed. More 

sophisticated inspection of brazed joints is needed and alternative techniques 

(e.g., welding) need to be Investigated. 

* 
Use of high-temperature transducers clamped to the pipe was successful. 

Application of this technique had been demonstrated on a sodium flowmeter over 

a four-year period at temperatures of 540-870°F. The method is expensive, 

requiring the preparation of an optically flat surface over an area of 1.5 x 

2.5 cm (3/4 x 1 in.)-a substantial task. Preparation at the ANL shop took 

more than a day for each surface. Developing less costly methods is 

desirable, but not as Immediately urgent as establishing the operating 

problems. 

7.1.2 Desired System Modification 

The Doppler flowmeter circuit would be Improved by having some form of 

alarm and cutoff when flow velocity falls to a value such that the oppler 

frequency falls below the high-pass filter frequency or when there is loss 

signal due to some other cause. 
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Another operator convenience would be an output offset adjusted to 
compensate for the internal output offset so that the output could be read 
directly on a s t r ip chart recorder. This feature is not important for auto
matic data acquisition systems because such offsets can easily be taken care 
of by the data acquisition computer. Such a system has been installed at SRC-
I since the ANL Doppler flowmeter was hooked to the system, and i t is not 
unreasonable to anticipate ubiquitous data acquisition systems. In that case, 
there would be no need to modify each instrument. Other modifications in 
system operation also are discussed in Appendix B. These should be considered 
if widespread instal lat ion of the Doppler flowmeter is contemplated. 

7.1.3 Direct Frequency Counting 

The original simple zero-crossing counter worked well for the turbulent 
flow condition, but failed for the laminar flow case with the additional low-
frequency component contamination. A low-frequency cutoff f i l t e r and a servo-
mechanism spectrum measuring system were devised to determine the c r i t ica l 
characteristics of the flat spectrum produced by laminar flow. A few measure
ments toward the end of the project indicated that the simple zero-crossing 
counter might also work for laminar-flow spectra if the spurious low-frequency 
components were eliminated. In other words, the number of zero-crossings of a 
wave having a flat broadband spectrum seems to be proportional to the average 
of the high and low cutoffs. The theory behind this is not understood as is 
the theory of the servo-controlled system. However, if the zero-crossing 
counter system could be verified, i t would lead to a simpler system. This 
would be particularly desirable if the complexity of the system were augmented 
by the profile analysis discussed in Sec. 6 .1 . 

7.2 CONCLUSIONS 

Flow can be measured using the Doppler shift of backscattered ultrasonic 

signals from particles suspended in a fluid. The ability to transmit signals 

through the wall of the pipe without any holes is very attractive and the 

overall electronic system can yield an output voltage or current or frequency 

proportional to the velocity of the slurry in the pipe with relatively simple 

equipment. Good operation is obtainable for a slurry flow containing 

particles larger than ~ 50±20 lira (300 mesh). For slurries with only small 

particulates (<20 Pm), the Doppler flowmeter has given indications of flow, 

but the magnitude was not always predictable or consistent. Good readings 

were obtained in two instances where the very fine particulates may have been 

augmented by the presence of mlcrobubbles. 
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APPENDIX A. CIRCUIT DETAILS 

The basic operating principle of the ANL Doppler Flowmeter is given in 

Sec. 2 of the report; here details are provided, giving the design philosophy 

and information needed for a better understanding, and for adjustment and 

maintenance. An overall view of the main circuit board is given in Fig. A.l; 

the circuit diagrams of the main board are shown in Figs. A.2-A.4. A single 

clearly labeled connection between A.2 and A.3 and between A.3 and A.4 shows 

the interconnection between these circuits. Figure A.4 shows the circuit as 

it was used at H-coal before modifications. Some modifications subsequently 

incorporated in units with serial numbers 105 and U l are shown in Fig. A.5. 

The circuit (Fig. A.2) shows a quartz-crystal-controlled oscillator. The 

plug and socket connected crystal is exchanged readily for operation at a 

different frequency. Removing the crystal and inserting special coupling 

circuit (described below) permits operating the unit synchronously with an 

adjacent unit; the coupling circuit simply plugs into the crystal socket. 

Controls Pl and P2 feed the oscillator signal to the mixer and power ampli

fier. The power amplifier VN67AF drives the cable to the sound-transmitting 

transducer. The same signal controlled by Pl and buffered by QI drives the 

"local oscillator" terminal of the mixer, SRA-3 Terminal 7. The level as 

adjusted at Pl can be monitored at TP2. About 0.6 Vp_p with just noticeable 

flattening of the sine wave gives SRA3 performance close to optimum. The 

output of the power amplifier can be monitored at the drain (D) of the FET Fl 

or at the large 2-W 68-ohm resistor. About 25 Vp_p is appropriate at this 

point. 

The received acoustic signal can be monitored at TP 3, where both 5 V.DC 

as well as the signal is observed. The 5 V.DC powers the remote preamplifier 

(Fig. A.6) with inductance-capacitance coupling separating the DC power from 

the AC signal. A step-down transformer T2-1 couples the 95-ohm input line 

(R62/U) to the 50-ohm input of the SRA-3 mixer. Testpoint TP-1 shows this 

input. 

The mixer yields both sum and difference frequencies of the received 

signal and the local oscillator. The sum frequency is removed with a three-

pole filter and the difference frequency is amplified by op-amp ICI. This 

amplified signal is passed through a PC board switch to the next section of 

the circuit (Fig. A.3) at TP 4. The PC board switch permits connecting the 

rest of the circuit to an external calibration signal Instead of the Doppler 

signal. This external signal is buffered by the unity gain op amp, also part 

of I d . ( m the original design, instead of a P.C. board switch, leads with 

colors marked were taken to the front panel DIP switch. DIP Switch 7 was used 

for calibration and Switch 8 for normal operation. This convenient operation 

led to a slightly higher noise pickup and was modified in all units except S/N 

ini and 103.) 
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Fig . A. 1. Main C i r cu i t Board of ANL Doppler Flowmeter. 
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The signal rout ing beyond TP 4 (F ig . A.3) i s to an automatic gain control 
cons i s t i ng of a r e s i s t o r (100k) and FET F2. This v a r i a b l e a t t e n u a t o r i s 
con t ro l l ed by the vo l tage on the gate of the FET, which i s in turn con t ro l l ed 
by the signal s t r e n g t h of the amplified signal a t Pin 7 of the op amp IC2. 
The signal s t r eng th i s obtained by r e c t i f i c a t i o n (IN4148), i n t e g r a t i o n (499K-
0.47 | iF), as seen a t TP5, and fu r the r buffer ing in the other ampl i f ie r of 
IC2. As the vol tage a t TP 5 I n c r e a s e s , the conduc t iv i ty of F2 I n c r e a s e s , 
reducing the signal a t Pin 5. So the output at Pin 7 of the ampl i f ie r remains 
c lose to IV (ad jus tab le a t P3) over an input range a t TP 4 of 15 mV to 3 V. 

After ampl i f i ca t ion , the signal i s h i g h - p a s s - f i l t e r e d by the switched 
capac i to r f i l t e r R5611:IC3. This f i l t e r removes component f requencies of the 
signal tha t are below fL = f3 /500, f 3 , being a pulse r e p i t l t l o n r a t e on Pin 3 
of IC3. This pulse r a t e i s generated by a type 555 t imer , IC4. The r a t e i s 
ad jus tab le by P4 from 2500 to 50,000 Hz (5 < fj^ < 100 Hz). The r a t e can be 
monitored a t TP6. If the signal does not contain extraneous low f requencies , 
the f i l t e r can be bypassed e i t h e r by opening the jumper a t "a" and closing one 
a t " b " , or by removing IC3 and replac ing i t with a plug shor t ing Pins 2 and 
8. From t h i s point the s igna l cont inues to Fig. A.4 a t TP 7 or A.5, depending 
on the u n i t . 

The analyzer sec t ion ( F i g s . A.4 and A.5) s t a r t s i n i t i a l l y with an automa
t i c gain c o n t r o l , IC5, lOOK ohm, F3, s imi la r in many r e spec t s to the automatic 
gain control in f ront of the low-pass f i l t e r except t h a t the two-diode 
r e c t i f i e r i s replaced with a more accura te analog vol tage squarer IC6. Level 
i s adjusted by P5. Also, the signal branches a f t e r ampl i f i ca t ion to the 
squarer IC6 alreeidy mentioned and to a switched low-pass capac i to r f i l t e r 
ICIO, whose cutoff frequency i s l / lOo"* the pulse r e p e t i t i o n r a t e generated by 
VFC 32. [One d i f fe rence between F igs . A.4 and A.5 i s the connection to IC6. 
In one case a po ten t i a l d iv ide r (x 0.707) i s i n s e r t e d between TP 8 and the 
input to IC6; t h i s i s combined with a lOV zener diode a t TP 13, i . e . pin 6 of 
108, (Vj3g). In the other case the vo l tage a t TP 8 i s fed d i r e c t l y to IC6 and 
a 6.8 vo l t zener i s used at TP 13 (V]3^,). In a d d i t i o n , a b ias control i s 
shown for Pin 11 of IC6 and IC7 as well as a number of b i a s r e s i s t o r s a t 1C8 
and 1C9 to reduce thermal d r i f t of ad jus tments . ] 

Both the input signal a t TP 8 (V,j,pg) and the f i l t e r e d signal a t TP 9 
(Vrppq) are squared (IC6 and IC7, r e s p e c t i v e l y ) and an In t eg ra t ed 200K ohm-47uF 
capac i to r and brought to the analog d iv ide r ICS. This performs the operat ion 

V^2= l O . V ^ ^ / t v ^ - V ^ J . ^ (A.1) 

where the subscripts refer to the pin numbers on ICS. Now 
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V = [v 1^, (A.2) 
11 '• TP9-' ' 

V = V (A.3) 
^6 ^TP13' 

^2 = ^^TP8^^ > ^̂ ^̂ " **̂ ^ ^^''^^^ 

and 

V̂  = To'mT^^. (Fig- A.4) (A.4b) 

yielding 

and 

V^2 = 1 0 - V T P / / 0-5 V^pg^ -10. (Fig. A.4) (A.5b) 

The voltage V^2 ^^ amplified further by a factor -17.5 in IC9 to yield 

'TP12' 

This voltage is used to control the output repetition rate of pulses of 
the precision voltage to frequency converter VFC 32: ICll to yield a control 
repetition rate F^pii to control the high cutoff frequency of the R5609, the 
switched capacitor filter ICIO. Now the large gain In the feedback circuit 
will assure that at equilibrium V12 Is small so that substituting Vi2= 0 in 
Eq. A.5 we get 

V^ = 0.68 ? T . (Fig- ^ 5 ) (A. 6a) 
TP9 TP8 

and 

1 = o . 5 ? ~ . (Fig. A.4) (A.6b) 
^TP9 TP8 

Further, the cutoff frequency F̂ , of ICIO is equal to F^pn/lOO. 

Thus. F T P U = 100 ^d' ^^"^ ^d i« "̂ '̂̂ '̂  ^° '*̂  '°'^' ''""P'" ' ^ ' " r ! 
as a sort of average frequency, being defined as the frequency below which 
there is exactly 0.68 or 0.5 (Figs. A.5 and A.4) times the total energy in the 
spectrum. These theoretical numbers are not exactly borne out in practice and 
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were determined by calibration. The discrepancy is attributed to the high 

residual input current requirements of the divider ICS fed by the high-

impedance (200K ohm) integrators. As a circuit Improvement, the passive 

integrator should be replaced by active integrators that are less affected by 

circuit loading. 

Besides yielding a frequency output ^•j'^n = Fg = 100 FQ, the circuit also 

yields a Voltage V T P I 2 . which is very accurately related to Fg. The relation 

between Vmp,2 and F'jpjj is precise and linear and adjustable with front panel 

switches 1-6 and the variable resistor labeled 1, 2, either of which can be 

selected by closing the correspondingly labeled switch. Switches 3, 4, 5, and 

6 select different capacitors. The range of frequencies corresponding to the 

minimum and maximum selected values of the front panel variable resistors is 

given as Table 3. 

The voltage Vjp^2 ^^ further integrated with a 6-s time constant and 

brought out via a buffer amplifier ICI2b. An additional integrator with a 60-

s time constant IC12a is brought out at terminal "slow". This terminal is 

also protected with a 10-V zener diode to protect external equipment from the 

14.5 V maximum. The slow output is to be used by data aqulsltlon systems that 

sample only once or twice per minute. Data that are not integrated for 

periods longer than the sampling Interval will exhibit aliased fluctuations 

that are eliminated most easily by the integration scheme described. 

Synchronous operation of several units is accomplished by the addition of 

coaxial cables connecting the rear connector with a miniature circuit board 

plugging directly into the crystal socket. Units 102 and 103 contain a 

capacitor potential divider consisting of two 330 F capacitors. Units 104 and 

111 have a frequency divider MFC 6020 and tuned LC filter to replace quartz 

crystal. These circuits are shown in Fig. A.7. 

Tube backplane wiring connecting the units together and to the readout 

meters is shown in Fig. A. 8. 
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UNIT 101 

I MEG 
XATL H t, 

.005 

OUTPUT 
-*- RG 174 

PIN 39 

OUT IN 
3 4 

TTL DIVIDER 
MFC 6020 
TOP VIEW 

I MHT SIGNAL IN 
' " " ^ R 6 I 7 4 — 

PIN 6 

OUTPUT 
RG 174 — 
PIN 39 

FREQUENCY DIVIDER 

.001 
UNIT 104 

I 

INPUT 
RGI74-
PIN 6 

^ 4 7 0 pf 
J005 

- I f — 

68-120 

2 +5 

'^'W^ 
^^T-

.001 

SIGNAL OUT 
500 kHz 
XAL SOCKET 

INPUT COUPLER 

330 pf 

1 
3 3 0 p< 

-OUTPUT 
XAL SOCKET 

2 I 
+V COM. 

NOTE-. 
ALL OUTPUTS GOTO PIN 
39 BY RGI74U CABLE 

A L L INPUTS GO TO PIN 
6 BY RG 174 CABLE 

OUTPUT 
RG 174 -
PIN 3 9 

.005 HI TO INTERNAL OSC/AMPLIFIER TRANSISTOR 

F i g . A .7 . Modif ica t ions for Mul t ip le Unit 
Synchronous Opera t ion , 



TRANS REC TRANS REC TRANS REC TRANS REC 
3 ) ® ( 5 ® ffi® <$ ^ 

r®-®-<i>-©-i 
4 0 7 38 5 

39 

C H I 

FAST 
COM 
SLOW 

4 0 7 38 5 

39(IB6 

CH 2 

AO 7 38 5 

C H 3 

SR SR 
ffi ® 

r®-(JHB-®-

SP SR 
ffi ffi 

39 6 38 5 4 0 T 39 6 38 5 4 0 7 

N O I S E 

G E N . 

C O U N T E R 
a 

V O L T M E T E R 

I 19 IB 17 16 15 12 It 10 

- P I N 9 A L L BINS 

• P I N 27 ALL BINS 

Fig. A.8. Backplane Wiring and Connection to Monitoring Panel. 
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APPENDIX B. RECOMMENDED DESIGN CHANGES 

After constructing and calibrating several units, we have observed that 

several aspects of the ultrasonic Doppler flowmeter could be improved. 

B.l POWER AMPLIFIER 

The present single-ended design of the power amplifier leads to a signal 

with considerable distortion. Although the tuned transducers filter out the 

harmonics quite well, a more sinusoidal excitation would reduce possible 

contamination of the received signal with some Doppler signals due to the 

harmonics leading to harmonics of the Doppler. At this time harmonic genera

tion in the automatic gain control (ca 1% - 20dB) exceeds the level due to the 

distortion of the signal. 

B.2 AUTOMATIC GAIN CONTROL (AGC) 

Automatic gain controls were needed because of the wide range of signal 

levels encountered. Some distortion is introduced by the circuit consisting 

of a fixed resistor and FET working as a potential divider. The distortion 

was kept at the 1% level by selecting FETs. Superior circuits may be 

available from the audio Industry. Probably there are circuits available such 

as those used in portable tape recorders. Spectra taken at test Point TP 4, 

ahead of the first AGC, show less relative noise in the region beyond the 

cutoff frequency than spectra taken after the AGC. Spectra taken at TP7 or 

TP8 usually show a plateau from the cutoff frequency to about twice that 

frequency—20 dB below the spectrum level below the cutoff level. At 

testpoint TP4, before the first AGC. the level'beyond the cutoff Is governed 

by extraneous noise In the system and usually extends well beyond 30 or 40 dB. 

B. 3 ANALYZER SECTION 

In the ^alyzer section. Individual offset controls were added to the 

divider, permitting balancing the output for low Input levels and allowing the 

units to operate with reduced signal level. But this Improvement was limited 

(~2 dB). Two improvements seem to be called for: 

one improvement eliminates the high output impedance of the Integrator by 

substituting an active Integrator for the passive integrator; this may 

well include a two-pole or even a three-pole low pass filter, and 

The other is the replacement of the squaring circuit AD 534 by a RMS to DC 

converter such as the AD 536A; the RMS voltage falls much more slowly with 

reduced signal levels than the square. 
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The system will work quite well even with a simple rectifier circuit 

Instead of the true squarer or RMS system used here. Ultimately, when compo

nent cost becomes important, an active rectifier would be somewhat cheaper 

than the squarer, and since the divider simply compares two very similar 

signals, the error might well be negligible. Further considerations of minor 

economics of this nature are beyond the scope of this report. 

B.4 SIGNAL LOSS ALARM 

Low signal levels lead to amplification of system noise, leading to full-

scale output. Some form of alarm is needed to eliminate this false 

indication. 
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Distribution for ANL/FE-85-14 

Internal: 

W. E. Brewer 
J. P. Bobls 
T. N. Claytor 
E. D. Doss 
W. A. Elllngson 
P. S. Farber 
N. Gopalsami 
R. E. Holtz 
H. B. Karplus 

External: 

A. 
W. 
L. 
T. 
K. 
N. 
M. 
W. 
K. 

B. Krisciunas 
P. Lawrence 
G. LeSage 
P. Mulcahey 
M. Myles 
M. O'Fallon 
Petrick 
F. Podolski 
G. Porges 

A. C. Raptis (lO: 
S. H. Sheen 
C. E. Till 
R. S. Zeno 
S. K. Zussman 
ANL Contract File 
ANL Libraries 
ANL Patent Dept. 
TIS Files (5) 

D. 
J. 
C. 
J. 
S. 
A. 
P. 
M. 
J. 
F. 

S. 
A. 
J. 
W. 
S. 
T. 
J. 
M. 
F. 
T. 

D. 
A. 
B. 
R. 
R. 
R. 
J. 
L. 

DOE-TIC, for distribution per UC-90a (160) 
Manager, Chicago Operations Office, DOE 
F. Herbaty, DOE-CH 
M. Zahid, DOE-CH 
Components Technology Division Review Committee: 
P. Alexander, Flopetrol Johnston Schlumberger, Houston 

J. Anthony. General Electric Company. San Jose 
A. Bishop, U. Pittsburgh 
A. Boley, Northwestern U. 
N. Christensen, Ohio State U. 
Cohen, Purdue U. 
E. Scholl, URS, San Francisco 
Welsman, U. Cincinnati 
Basdekas, Office of Nuclear Regulatory Research, USNRC 

Carr, Office of Fossil Energy, USDOE 
S. Chen, U. Akron 
S. Coleman, Office of Energy Research, USDOE 
Dapkunas, Office of Fossil Energy. USDOE , 
C. Dolbec, Electric Power Research Institute, Palo Alto 
J. Ebert, Office of Energy Research, USDOE 
Hobday. Morgantown Energy Technology Center USDOE 
Hickerson. Pittsburgh Energy Technology Center. USDOE 

r. Karlson. Electric Power Research Institute. P^lo/Ito 
T. Keech, Morgantown Energy Technology Center, USDOE 
J. Kovach, Morgantown Energy Technology Center USDOE 

Lee, Pittsburgh Energy Technology Center, USDOE 
Llberatore, Morgantown Energy technology Center, USDOE 
Notestein, Morgantown Energy Technology Center, USDOE 
H. Pllspanen, Battelle-Columbus Laboratories 
Sami, Southern Illinois U., Carbondale 
Schmidt, Shell Development, Houston 
F Schooley, National Bureau of Standards, Washington, 
A Scott, U. Tennessee Space Institute, Tullahoma 
E! Senftle, U.S. Geological Survey, Washington, D.C. 

T simnson. Office of Fossil Energy, USDOE „„„„„ 
I' D Strickland, Morgantown Energy Technology Center, USDOE 
A" B'. Tanner, U. S. Geological Survey, Washington, D.C. 
0 Tasslcker, Electric Power Research Institute, Palo Alto 
E' S Van Valkenburg, Leeds & Northrup Co., North Wales,'PA 
j' Wilson, Morgantown Energy Technology Center, USDOE 

D.C. 
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